A microfluidics approach towards high-throughput pathogen removal from blood using margination

The MIT Faculty has made this article openly available. Please share how this access benefits you. Your story matters.
A microfluidics approach towards high-throughput pathogen removal from blood using margination

Han Wei Hou, Hiong Yap Gan, Ali Asgar S. Bhagat, Leon D. Li, Chwee Teck Lim, and Jongyoon Han

Citation: Biomicrofluidics 6, 024115 (2012); doi: 10.1063/1.4710992
View online: http://dx.doi.org/10.1063/1.4710992
View Table of Contents: http://scitation.aip.org/content/aip/journal/bmf/6/2?ver=pdfcov
Published by the AIP Publishing

Articles you may be interested in
Human red blood cell behavior under homogeneous extensional flow in a hyperbolic-shaped microchannel
Biomicrofluidics 7, 054110 (2013); 10.1063/1.4820414

Label-free viscosity measurement of complex fluids using reversal flow switching manipulation in a microfluidic channel
Biomicrofluidics 7, 044106 (2013); 10.1063/1.4816713

High-throughput particle manipulation by hydrodynamic, electrokinetic, and dielectrophoretic effects in an integrated microfluidic chip
Biomicrofluidics 7, 024106 (2013); 10.1063/1.4795856

High-throughput study of alpha-synuclein expression in yeast using microfluidics for control of local cellular microenvironment
Biomicrofluidics 6, 014109 (2012); 10.1063/1.3683161

Dielectrophoretic microfluidic device for the continuous sorting of Escherichia coli from blood cells
Biomicrofluidics 5, 032005 (2011); 10.1063/1.3608135
A microfluidics approach towards high-throughput pathogen removal from blood using margination

Han Wei Hou,1,2 Hiong Yap Gan,1,3 Ali Asgar S. Bhagat,2,a) Leon D. Li,1,4 Chwee Teck Lim,2,5,6,b) and Jongyoon Han1,2,7,b)

1Department of Electrical Engineering and Computer Science, Massachusetts Institute of Technology, Cambridge, Massachusetts 02139, USA
2BioSystems and Micromechanics (BioSyM) IRG, Singapore-MIT Alliance for Research and Technology (SMART) Centre, Singapore
3Singapore Institute of Manufacturing Technology (SIMTech), A*STAR, Singapore
4Harvard-MIT Division of Health Sciences and Technology, Massachusetts Institute of Technology, Cambridge, Massachusetts 02139, USA
5Department of Bioengineering, National University of Singapore, Singapore
6Mechanobiology Institute, National University of Singapore, Singapore
7Department of Biological Engineering, Massachusetts Institute of Technology, Cambridge, Massachusetts 02139, USA

(Received 22 February 2012; accepted 17 April 2012; published online 1 May 2012)

Sepsis is an adverse systemic inflammatory response caused by microbial infection in blood. This paper reports a simple microfluidic approach for intrinsic, non-specific removal of both microbes and inflammatory cellular components (platelets and leukocytes) from whole blood, inspired by the in vivo phenomenon of leukocyte margination. As blood flows through a narrow microchannel (20 × 20 µm), deformable red blood cells (RBCs) migrate axially to the channel centre, resulting in margination of other cell types (bacteria, platelets, and leukocytes) towards the channel sides. By using a simple cascaded channel design, the blood samples undergo a 2-stage bacteria removal in a single pass through the device, thereby allowing higher bacterial removal efficiency. As an application for sepsis treatment, we demonstrated separation of Escherichia coli and Saccharomyces cerevisiae spiked into whole blood, achieving high removal efficiencies of ~80% and ~90%, respectively. Inflammatory cellular components were also depleted by >80% in the filtered blood samples which could help to modulate the host inflammatory response and potentially serve as a blood cleansing method for sepsis treatment. The developed technique offers significant advantages including high throughput (~1 ml/h per channel) and label-free separation which allows non-specific removal of any blood-borne pathogens (bacteria and fungi). The continuous processing and collection mode could potentially enable the return of filtered blood back to the patient directly, similar to a simple and complete dialysis circuit setup. Lastly, we designed and tested a larger filtration device consisting of 6 channels in parallel (~6 ml/h) and obtained similar filtration performances. Further multiplexing is possible by increasing channel parallelization or device stacking to achieve higher throughput comparable to convective blood dialysis systems used in clinical settings. © 2012 American Institute of Physics. [http://dx.doi.org/10.1063/1.4710992]

INTRODUCTION

Sepsis is a critical medical condition characterized by a systemic inflammatory response syndrome (SIRS) due to microbial infection and is the primary cause of death in intensive care
Current sepsis treatments include antibiotics therapy with patients in critical conditions also receiving intravenous fluids to maintain blood pressure and prevent vital organs from failing. However, drug treatment is limited by dose toxicity and rapid emergence of drug-resistant pathogens.\textsuperscript{3-6} As inflammation continues to spread for a few hours before the drug effect takes place, infants with sepsis (neonatal sepsis) are especially at risk because their immune system is functionally immature and delay or inappropriate antibiotic treatment may cause fatality.\textsuperscript{7} Extracorporeal blood purification therapies have also been used for sepsis treatment and have shown to stabilize hemodynamics and improve clinical outcomes of patients.\textsuperscript{8-10} Similar to conventional dialysis system, semi-permeable membrane (diffusion/convection) or sorbent (adsorption) are used to non-selectively remove water-soluble inflammatory mediators and endotoxin from the plasma. However, drawbacks of these techniques include loss of beneficial molecules (nutrients and drugs) during dialysis and treatment is expensive due to large volume of replacement fluid post-filtration and high nursing workload.\textsuperscript{11-15} Currently, there is no general consensus on which components of the blood should be removed for better clinical outcome. In this regard, what is necessary is a hemofiltration technique that removes a broad array of targets (pathogens, immune cells, platelets, etc.) from blood, in order to help modulate (but not eliminate entirely) the overall inflammatory response.

Microfluidic technologies for blood separation applications are an attractive alternative due to numerous advantages such as reduced contamination issues, portability, and process automation.\textsuperscript{14-16} Typically, pathogenic microorganisms are very small, ranging from 1 to 3 $\mu$m in diameter and can be easily separated from the larger red blood cells (RBCs) and leukocytes. Several microfluidic approaches for microorganism separation from blood have been previously demonstrated based on either size differences\textsuperscript{17,18} or affinity separation.\textsuperscript{19,20} However, laborious sample preparations involving blood dilution and magnetic labeling of microorganisms limit their throughput. Large volume of buffer fluid is required for blood dilution or sheath flow in these methods, making them inconvenient to process large quantities of blood over prolonged period of time.

In this work, we introduce a novel microfluidic approach for intrinsic, non-specific removal of microorganisms and inflammatory cellular components from whole blood directly, inspired by the in vivo phenomenon of leukocyte margination.\textsuperscript{21,22} In blood vessels with diameter less than 300 $\mu$m, deformable RBCs migrate axially across streamlines to the channel centre due to Poiseuille flow profile. Mechanical collisions between the leukocytes and migrating RBCs result in the radial displacement of the larger leukocytes to the vessel wall, a phenomenon aptly termed as margination.\textsuperscript{23,24} These effects have been demonstrated in microfluidic devices for leukocytes separation\textsuperscript{25-27} and recently by our group for deformability-based separation of malaria-infected RBCs.\textsuperscript{28} Besides leukocytes, platelet margination has also been observed in concentrated blood flow as excess platelets are found at the RBCs-depleted region next to the channel walls.\textsuperscript{29,30} Although axial migration of RBCs to channel centre can partly lead to physical exclusion of platelets towards the wall, actual mechanisms responsible for platelet margination are known to be more complex and strongly dependent on hematocrit and shear rate.\textsuperscript{31,32} For example, Zhao et al. highlighted the importance of RBCs influence by showing that platelet margination increases with hematocrit, most notably at hematocrit greater than 30%.\textsuperscript{32} Turitto and Weiss also proposed that collisions between RBCs and platelets can contribute to margination process due to enhanced platelet diffusion towards the vessel wall.\textsuperscript{33} Using computational fluid dynamics (CFD) modeling of platelet-RBCs interactions, Almonani et al. showed that RBCs motions (tumbling and translation) and cell-cell interactions cause localized flow fluctuation that leads to an
increase in fluid shear forces acting on the platelets which results in their margination towards the channel walls. They also concluded that platelet margination is predominantly caused by the large size difference (not shape) between RBCs and platelets. Since microbes (~1–3 μm) are similar in size as platelets, we hypothesize that microbes in blood flow can also undergo margination towards the wall region by similar mechanisms which can be used for bacteria separation applications. Here, we validated and applied the margination principle towards a high-throughput blood filtration technique for removal of pathogens from blood. The proposed device consists of a cascaded straight channel design which allows for 2-stage removal of microbes in a single processing step, thus achieving higher microbial removal efficiency.

With an application for sepsis treatment in mind, we demonstrated separation of *Escherichia coli* (*E. coli*) and *Saccharomyces cerevisiae* (*S. cerevisiae*) spiked in whole blood, achieving removal efficiencies of ~80% and ~90%, respectively. Inflammatory cellular components (platelets and leukocytes) were also depleted by >80% in the filtered blood sample which could potentially help to modulate the excessive host inflammatory response. The technique offers significant advantages including high throughput (~1 ml/h per channel) and label-free separation for non-specific removal of any blood-borne pathogens (bacteria and fungi). Unlike other techniques, no prior sample preparation is required as whole blood can be drawn from patients and pumped into the device directly, thus reducing processing time and cost. As the simplicity of the device architecture allows easy multiplexing, we designed and tested a larger filtration device consisting of 6 channels in parallel (~6 ml/h) with similar filtration performance. We envisage further multiplexing (~100 channels) to achieve higher throughput comparable to conventional blood dialysis techniques which can serve as an adjunctive therapy for more effective sepsis treatment.

**MATERIALS AND METHODS**

**Fabrication**

Channel layouts were designed using L-Edit (Tanner EDA, USA) and devices were fabricated in polydimethylsiloxane polymer (PDMS, Sylgard 184, Dow Corning, USA) using standard microfabrication soft-lithographic techniques. The channel designs were first patterned on polished silicon wafers and etched into silicon using deep reactive ion etching (DRIE). Following etching, the patterned silicon wafers were silanized with trichloro(1H, 1H, 2H, 2H-perfluorooctyl)silane (Sigma Aldrich, USA) for 1 h to facilitate PDMS mold release. PDMS prepolymer mixed in 10:1 (w/w) ratio with curing agent was poured onto the silicon wafer and cured at 70°C for 2 h. The cured PDMS mold then acted as a template for subsequent PDMS casting (negative replica). The PDMS master template was silanized for 1 h before use to aid release of subsequent PDMS microchannels. Finally, holes (1.5 mm) for inlets and outlets were punched and the PDMS microchannels were irreversibly bonded to microscopic glass slides using an air plasma machine (Harrick Plasma Cleaner, USA) and left for 2 h at 70°C to complete the bonding.

**Cell culture**

*E. coli* (HB101 K-12) bacteria expressing green fluorescent protein (GFP) was cultured overnight at 37°C in LB Agar (Sigma Aldrich, USA) containing ampicillin (100 μg/ml) and arabinose (0.1%, inductor of GFP expression) then harvested and resuspended in 1× phosphate buffer solution (PBS) for experimental use. Haploid *S. cerevisiae* (W303-1B strain) expressing yellow fluorescent protein (YFP) was a kind gift from Dr. Jacquin Niles from the Department of Biological engineering at MIT.

**Sample preparation**

For device characterization, human whole blood (Research Blood Components, Brighton, MA) was washed three times with washing buffer containing 1× PBS, 0.5% v/v bovine serum albumin (BSA) (Miltenyi Biotec, USA) prior to running the experiment. Final RBC concentration was
adjusted to physiological hematocrit (~45%) in the sample buffer containing 1 × PBS, 0.5% v/v BSA, and 3% w/v Dextran 40 (Sigma Aldrich, USA) to prevent cell sedimentation. Alexa Fluor® 488 *E. coli* (K-12 strain) BioParticles® conjugates (Invitrogen, USA), cultured bacteria, and yeast were added to blood samples (10⁶–7/ml) and vortexed for 30 s before use. For whole blood analysis, fresh human blood was incubated at 4°C directly without washing for 40 min with fluorescein isothiocyanate (FITC) conjugated CD41a antibodies (1:50, BD Biosciences, USA) and allophycocyanin (APC) conjugated CD45 marker (1:100, BD Biosciences, USA) to identify platelets and leukocytes, respectively.

**Device characterization and analysis**

Whole blood samples were pumped through the microfluidic devices using a syringe pump (NE-1000, New Era Pump Systems Inc., USA). The microchannels were mounted on an inverted phase contrast microscope (Olympus IX71) equipped with a Hamamatsu Model C4742-80-12AG CCD camera (Hamamatsu Photonics, Japan). IPLAB (Scanalytics, Rockville, MD) software was used for video acquisition and captured videos were analyzed using IMAGEJ® software. For *E. coli* BioParticles® and whole blood analysis, separation efficiency was determined by performing flow cytometry (FACS) analysis on the sample and collected centre outlet using BD™ LSR II flow cytometer (BD Biosciences, USA). Different cell types were gated based on the forward and side scatters as well as the specific fluorescence intensity. For microbial experiments, bacteria concentrations at the inlet and filtered centre outlet were determined by plating 10⁻³ l of solution on LB agar and colony-forming units (CFUs) were counted after 24 h of incubation at 37°C. Bacteria and yeast concentrations were also diluted and evaluated using a haemocytometer separately.

**Confocal imaging**

A LSM 510 meta laser scanning confocal (Carl Zeiss, Jena, Germany) was mounted on an Axiovert 100 M Inverted Microscope (Carl Zeiss, MicroImaging) and images were acquired at 488 nm excitation. A 10× objective of the microscope was used with an additional digital zooming of 2.5× (from software) to prevent unnecessary photobleaching of adjacent areas. Image slices were acquired at an interval of 1 μm in z-axis (vertical axis) with a resolution of at least 512 × 512 pixels at a minimum scanning speed of 0.96 μs per pixel. Captured images were then analyzed using IMAGEJ® software.

**RESULTS**

**Microfluidic design and separation principle**

The microchannel design consists of two cascaded straight microchannels, 20 × 20 μm (W × H), with two bifurcations in series (1:8:1) (Fig. 1). As blood flows through the straight channel (margination region), deformable RBCs migrate to the axial centre of the channel to form a RBC-rich core and a cell-free layer adjacent to the channel walls. Mechanical collisions between the migrating RBCs and other cell types (bacteria, platelets and leukocytes) result in their margination towards the channel walls into the cell-free layer. The outlet of each margination channel expands into a 200 μm wide section to enhance the cell-free layer thereby allowing majority of the RBCs to enter the centre outlet, while the other cell types flowing at the sides are removed through the smaller side channels as waste.³⁶ By cascading two margination channels in series, the bacteria-depleted blood at the first bifurcation undergo another round of margination, thus achieving a 2-stage separation and higher bacterial removal efficiency in a single pass through the device.

**Device optimization and confocal analysis**

The microchannel design and testing conditions were first optimized by studying the effect of various parameters including microchannel aspect ratio, channel length, and flow rate on
bacteria margination. The parameter “aspect ratio” in this work was studied by only varying the channel height and keeping the channel width constant as 20 $\mu$m. To study the effect of channel height/aspect ratio on bacteria margination, a single margination channel of 15 mm length, 20 $\mu$m width with varying heights of 10 $\mu$m, 20 $\mu$m, 45 $\mu$m, 75 $\mu$m were fabricated, yielding aspect ratios (height/width) of 0.5, 1, 2.25, and 3.75, respectively. The channel width was fixed at 20 $\mu$m due to enhanced Fahreaus effect in smaller channels as axial migration of RBCs becomes less efficient with increasing channel size.\textsuperscript{22,37} Whole blood spiked with FITC-conjugated *E. coli* bioparticles was pumped into each device and the filtered blood at centre outlet was collected for FACS analysis. Bacteria concentration at the centre outlet was then normalized with the sample to determine the separation efficiency. Fig. 2(a) presents the normalized bacteria concentration in the filtered centre outlet at different channel heights. At low channel heights of 10 and 20 $\mu$m (aspect ratio $\leq$1), ~40% of bacteria remained in the centre outlet.
outlet after filtration. As channel height increased to 45 and 75 µm (aspect ratio ≥1), bacteria margination became less efficient with >60% of bacteria still remaining at the centre outlet. This is consistent with previous studies which reported that margination of leukocytes and malaria-infected RBCs was more prominent in low aspect ratio channels. Further to understand bacteria margination in different aspect ratio channels, confocal microscopy was used to image the bacteria distribution at the outlet of 20 µm (aspect ratio 1) and 75 µm (aspect ratio 3.75) height channel. From the experimental results, confocal images and corresponding fluorescent intensity plots between the channel inlets and outlets illustrate a distinct difference in bacteria margination efficiency for 20 µm and 75 µm height channels (supplementary information, Fig. S1). 38 As compared to the channel inlet, there was a ~3 fold decrease in fluorescence signal at the mid plane of the channel outlet for 20 µm height channel, indicating lesser bacteria remaining at the centre region due to their efficient margination to the sides. Confocal images were also acquired along the channel height which showed that the vertical intensity profile of the outlet centre region for 20 µm height channel was almost uniform, indicative of efficient bacteria margination across the depth (Fig. 2(b)). Although bacteria undergo margination to the four channel walls, fluorescence intensity peaks were absent at the top and bottom channel wall proximities because of the sudden width expansion from 20 µm to 200 µm at the bifurcation which caused the bacteria to disperse across the channel width. However, for 75 µm height channel, there was uneven bacteria margination along the height, with a strong fluorescent intensity peak observed at the mid plane region. Confocal images of the channel outlet at the mid plane also showed negligible bacteria margination for 75 µm height channel as bacteria remained evenly distributed throughout the channel and fluorescence intensity was similar as compared to the channel inlet (supplementary information, Fig. S1). 38 Several reasons can be accounted for the observed differences in margination efficiency. First, low aspect ratio channels (aspect ratio ≤1) closely resemble circular blood vessels in which the fluidic shear distribution is isotropic and uniform across the channel cross-section. As RBCs axial migration distances are the same in all directions, a well-defined RBC core can be easily formed at the centre region in circular and low aspect ratio channels, thereby allowing effective bacteria margination to the sidewalls. For high aspect ratio (ratio ≥ 1) channels, although there is a higher shear rate along the shorter channel width, shear rate is much lower along the height (z-direction) with more RBCs being packed at the cross-section centre region due to Fahreaus effect. This gives rise to a blunt velocity profile in the z-direction which can significantly influence the axial migration behaviour of RBCs at the mid plane region. Moreover, bacteria margination at the mid plane region may be less effective as bacteria can be displaced vertically along the height in addition to axial margination towards the lateral walls, resulting in the bacteria being trapped at the channel centre. Similar observations were also made by Jain and Munn who showed that margination of leukocytes to the sidewalls decreased with channel height due to their lateral displacements towards top and bottom surfaces. Hence, high aspect ratio micro-channels are unfavourable for separation applications and we limit the channel height to be 20 µm as channel aspect ratio of 1 gave the most effective bacteria margination with the highest throughput.

After optimizing the channel height, the effect of channel length on bacteria margination was studied to determine the shortest channel length required for efficient bacteria margination. Experimental results indicate that bacteria margination occurred for all tested channel lengths but remained approximately constant for channel lengths between 5 mm and 20 mm (supplementary information, Fig. S2). 38 Therefore, the channel length was fixed at 5 mm as this would minimize the pressure drop across the device and allow testing at higher working flow rate.

Lastly, experiments were done to characterize the effect of flow rate on bacteria margination. Fig. 3(a) presents the normalized bacteria concentration at the filtered centre outlet for increasing flow rates. At low flow rate of 1 µl min⁻¹, bacteria concentration at the centre outlet was comparable to the initial sample, indicating negligible bacteria margination. As flow rate increases, bacteria separation efficiency improved evident by the lower bacteria concentrations at the collected outlet but remained approximately constant beyond 10 µl min⁻¹. These results were expected because at such high flow rates (Reynolds’ number ~4–5), RBCs experience
higher shear and inertia in the margination channel which expedite their axial migration to the channel centre to form a well-defined RBC core, resulting in margination of small bacteria towards the channel walls. However, inertia migration would have negligible effects on RBCs axial migration as the flow rates tested were still far from inertia-dominated flow conditions (Reynold’s number > 50),\textsuperscript{40,41} and inertial focusing is greatly affected in whole blood due to significant cell-cell interactions.\textsuperscript{42} A flow rate of 15 $\mu$L min$^{-1}$ was chosen for subsequent experiments as the PDMS device and connection setup used was not rigid enough to withstand the pressure drop at higher flow rates for long period of device operation. In addition, it was also observed that the cell free layer was enhanced at the expanded bifurcation with most of the marginated bacteria residing in the cell free region (Fig. 3(b)). This is useful for filtration purposes as the large centre outlet of the bifurcation (1:8:1) was able to collect most of the RBCs, while the marginated bacteria were efficiently removed via the side channels.

Device characterization of the cascaded design

Fig. 4(a) presents the averaged fluorescence composite images at the margination channel and their corresponding intensity linescans across the channel width. At the inlet of the channel, FITC-conjugated bacteria were evenly distributed and the fluorescence intensity profile was uniform across the channel although stronger intensities were observed at the channel sides due to slower flow at the corners. At the outlet of the margination channel, fluorescence intensity at the channel centre decreased with stronger fluorescence intensity peaks at the sides, evident of the higher number of bacteria present near the channel walls after margination. Margination efficiency was determined based on the assumptions that (1) complete bacteria margination to the four channel walls occurred and (2) they would occupy the entire cross section perimeter uniformly. The theoretical separation efficiency was calculated by taking the ratio of the wetted perimeter of the centre region (blue region in schematic) to the total cross section perimeter. As shown in Fig. 4(b), the separation efficiencies obtained from the experimental results at each stage were in good agreement with the theoretical values. We also characterized the hematocrit of filtered blood from centre outlet and found that it increased by $\sim$10% and $\sim$25% after first and second stage, respectively, as compared to inlet sample (supplementary information, Fig. S3).\textsuperscript{38} Recent simulation work by Zhao et al. has shown that increase in hematocrit...
enhances platelet migration towards channel sides due to (1) greater platelet diffusivity at the cell-laden region (RBC core) and (2) higher frequency of platelet-RBCs collisions at the peripheral of RBC core which result in higher platelet lateral drift velocity towards wall. Hence, by removing a fraction of the plasma and marginated bacteria at the first stage bifurcation, the filtered blood (with higher hematocrit and less bacteria) would experience additional RBCs axial migration (Fahreaus effect) and RBCs-bacteria hydrodynamic interactions due to higher hematocrit in the second margination channel which lead to further bacteria margination towards the channel periphery. This allows the cascaded design to remove marginated bacteria (via the side channels) at the first and second stage bifurcation successively, thus achieving an overall bacteria separation efficiency of >80%.

Whole blood analysis

Following the characterization of device dimensions and operating conditions, experiments using human whole blood were carried out to quantify the separation efficiency of other cellular components such as platelets and leukocytes. The cells were stained with specific fluorophore-conjugated monoclonal antibodies (see Methods section) and identified using FACS analysis. As shown in Fig. 5(a), >80% of leukocytes and platelets were removed in the collected centre outlet, consistent with previous work which reported on the phenomenon of platelets\textsuperscript{32,44} and leukocytes margination\textsuperscript{24,25} in microchannels. RBCs concentration at the centre outlet increased
by ~30% as the expanded channel bifurcation (1:8:1) enabled efficient filtration of the densely packed RBCs into the larger centre outlet. Negligible haemolysis was observed in the filtered blood based on optical absorption at 414 nm due to the short RBCs transit time (<0.01 s) in the margination channel where the shear rate is the highest (data not shown). As an application for sepsis treatment, we tested blood sample spiked with two different kinds of microbes, GFP-transfected \textit{E. coli} bacteria and YFP-transfected \textit{S. cerevisiae} yeast, at high microbial concentrations (~10^6–7/ml) typically found in sepsis patients. As expected, our results indicate successful removal of ~80% of bacteria and ~90% of yeast at the filtered centre outlet, indicating effective margination for both kinds of microbes in our device. Due to the larger yeast size dimension (~5 \mu m), most of them occupied the four corners of the margination channel instead of the entire channel peripheral, resulting in complete margination to the sides and thus better separation efficiency (Fig. 5(b)). This clearly indicates the versatility of the device as it can be used for non-specific removal of pathogens present in blood without any labeling or prior information on the infecting species.

**High throughput multiplexing using parallel design**

In terms of throughput, our single channel design (whole blood processing at ~1 ml/h) is higher than other reported microfluidic approaches used for blood separation applications, yet significantly slower than conventional macroscale blood purification methods (~1–2 l/h). To demonstrate the scalability of our device for higher throughput, we designed a parallel system consisting of 6 channels to filter blood simultaneously at ~6 ml/h (Fig. 6(a)). Similar filtration performances were obtained as compared to the single channel device (Fig. 6(b)) and the simple experimental setup enables easy and continuous collection of the filtered blood from the two centre outlets (supplementary information, Fig. S4). This parallelization scheme can further be extended to larger devices by stacking layers of devices to achieve even higher throughputs comparable to conventional dialysis systems (supplementary information, Fig. S5).
DISCUSSION

Blood flow in microvessels displays complex rheological behaviours due to the high volume fraction of RBCs (~45%) in blood and their interactions with the vessel wall.22 As blood flows through vessels with dimensions less than 300 μm, RBCs undergo lateral migration to the axial centre of the channel due to Poiseuille flow profile to form a RBC-rich core with a thin layer of cell-free region adjacent to the vessel wall. This gives rise to a decrease in tube hematocrit (Fahreaus effect) as RBCs at the channel centre attain higher flow velocities than the overall blood flow. Interestingly, this effect is also known to limit the wetting capability of whole blood in capillary tubes (<50 μm diameter) as the faster flowing RBCs tend to form a concentrated plug at the meniscus, which would arrest the flow due to high hydrodynamic resistance.45,46 The thickness of the cell-free layer also becomes significant with smaller tube diameter which serves as a lubrication layer and helps to reduce the effective blood viscosity (Fahreaus-Linquvist effect).21 As RBCs migrate towards the centre, mechanical interactions between the deformable RBCs and the larger leukocytes lead to the physical displacement of leukocytes to the vessel wall, a phenomenon termed as leukocyte margination.23,24 This allows subsequent leukocyte rolling and adherence on the endothelium which can affect microvascular blood flow significantly due to the viscoelastic properties of leukocytes and their biochemical interactions with the endothelial cells when activated.48,49 Besides leukocytes, the margination effect is also observed for platelets in concentrated blood flow29,30 and applied for separation of malaria-infected RBCs.28 In these applications, the separated cells are either similar or larger in size as compared to RBCs thereby allowing efficient margination to the channel walls. Here, we show for the first time that microbes such as bacteria and yeast can also undergo margination in microchannels and be used as a high throughput blood filtration technique for removal of pathogenic microbes from blood. It has been previously demonstrated both in vitro and in vivo that RBCs tend to adhere to each other to form rouleaux (or aggregates) at low shear rates (50–600 s⁻¹) which not only increase the blood viscosity but also help to exclude the larger and stiffer leukocytes from the axial core of RBCs, resulting in efficient leukocyte margination to the vessel walls.24,26,50,51 In this work however, the small channel geometry and high flow conditions employed result in significantly higher wall shear rate (~6 × 10³ s⁻¹) whereby RBCs aggregation will be minimal,52 and we postulate that margination of microbes occurs mainly due to Fahreaus effect by the formation of a well-defined RBCs core at the channel centre and hydrodynamic forces arising from intercellular microbe-RBCs interactions. This hypothesis has been demonstrated by us and others who showed that margination of platelets and malaria-infected RBCs can still take place in the absence of RBCs aggregation (by using washed blood and high working flow rates).28,32 Furthermore, Freund also

FIG. 6. High throughput blood filtration using a parallel system. (a) Schematic layout of the device consisting of an additional filter region to remove clogs and debris and 6 channels with cascaded design in parallel to achieve higher flow rates. (b) Experimental results indicating similar device performances as compared to single channel in removal of different blood components and bacteria using the parallel system at 100 μl/min.
reported that RBCs aggregation is not necessary for leukocyte margination using fluid mechanics simulations and attributed the distinct physical characteristics and hydrodynamics interactions between leukocytes and RBCs as the more important criteria for margination process. Hence, unlike leukocyte margination at low shear rates, RBCs aggregation is not critical at high flow conditions in our device for microbe margination, but further studies are warranted to better understand the actual mechanism responsible so as to improve the channel design for better separation performance.

To demonstrate the viability for sepsis treatment, *E. coli* and *S. cerevisiae* were spiked in whole blood at clinically relevant concentrations and separated using the developed microfluidic device. *E. coli* is a Gram-negative, rod-shaped bacterium typically about 2.0 μm long and 0.5 μm in diameter. Almomani et al. have previously shown that platelets migration occurs due to the large size difference between platelets and RBCs which leads to an increase in lateral fluid and shear forces acting on the platelets. Hence, although not specifically tested, we postulate that the large size difference between bacteria and RBCs might also contribute to the bacteria margination process. Secondly, as the bacterial cell wall consists of a rigid layer of peptidoglycan network (Young’s Modulus ~10^9 Pa) to help maintain the cell shape by resisting the turgor pressure, it is suggestive that the distinct difference in stiffness between *E. coli* and RBCs (membrane Young’s Modulus ~10^4 Pa) can aid in the margination process. Another possible reason is due to the non-spherical shape of the bacteria because as compared to spherical particles which are only subjected to translational motion, rod-shaped particles are also subjected to torques which result in additional tumbling and rotational motions. This enables the rod-shaped bacteria to attain higher lateral drift velocities which may enhance their margination capability across streamlines towards the channel sides. To illustrate the non-specific microbial removal of the margination technique, we spiked another type of microbe, *S. cerevisiae*, which is a widely studied model yeast type in cell biology. Its morphology (~5–7 μm in diameter, ovoid shape) is similar to pathogenic fungus species such as *Candida albicans* which is the most common and life-threatening fungus infection in humans. Similarly for *S. cerevisiae*, the cell wall elastic modulus (~10^9 Pa) is much higher than RBCs membrane and as they are more comparable in size with the RBCs, yeast/fungi undergo better margination in microchannel than bacteria which results in a higher removal efficiency (Fig. 5).

Besides the presence of pathogenic microbes in the blood of sepsis patients, the widespread activation of circulating leukocytes (neutrophils and monocytes) also contributes to the pathogenesis of sepsis. Impaired deformability of leukocytes during sepsis and coagulation in small blood vessels through platelet activation may alter microvascular flow and lead to inadequate tissue perfusion and organ failure. Our device not only removes infecting microbial agents from blood but also allows simultaneous margination and removal of platelets and leukocytes. The rapid removal of both infecting species and immune cells help reduce the concentration of bacterial endotoxin (the main component responsible for inducing inflammatory responses) and production of inflammatory molecules from the activated leukocytes. This may prevent excessive vascular endothelial damage and potentially help to modulate the host immune response for sepsis treatment. However, the current lack of understanding of the pathophysiology of sepsis makes it difficult to judge how much of the immune cells should be removed. In the current device, the outlet bifurcation was designed such that the side channels (20 μm in width) could skim off marginated leukocytes (8–15 μm) with high efficiency. Yang et al. have previously demonstrated the principle of plasma skimming and Zweifach–Fung effect in microchannel to isolate plasma with high purity. They reported a critical flow rate ratio of 1:6 between the plasma (side) outlet and main outlet to prevent RBCs from entering the plasma channel. Similarly, other groups have also reported the importance of flow rate ratio for optimizing plasma collection efficiency using plasma skimming. As flow rate ratio between side and center channels in our device was ~1:4, we were able to remove >80% of leukocytes and platelets, but some RBCs were inevitably lost through the side outlets (Fig. 3(b)), which might affect the final hematocrit and volume of the filtered blood. In future, proper design of the outlets by changing the flow rate ratio or varying the outlet channel lengths to adjust relative resistance between filtered (centre) and waste (side) channels would allow...
control over the RBCs concentration in the filtered blood as well as optimizing the removal ef-
iciency of leukocyte, bacteria, and platelets for sepsis treatment. The clinical efficacy of this
idea should be verified in a future animal/clinical testing.

Major limitations for current microfluidics approaches for microorganism removal from
blood are laborious sample preparation and the requirement of large volume of buffer solution
either as sheath flow or for blood sample dilution. These make them inconvenient for blood
dialysis applications which require processing large quantity of blood over long period of time.
Moreover, the “cleaned” blood has to undergo post-processing such as reconstitution back to
physiological hematocrit level or removal of excess, unbound magnetic beads before returning
to the bloodstream of patients. Here, we applied in vivo microcirculatory phenomenon including
Fahreaus effect and leukocyte margination in a simple microfluidic device for intrinsic, non-
specific removal of microorganisms and inflammatory cellular components from whole blood.
The technique allows whole blood processing at ~1 ml/h per channel with high microbial separa-
tion efficiency (>80%). The label-free separation also enables non-specific pathogen removal
which is useful for separating unknown infecting species in sepsis patients. No sample prepara-
tion is necessary and the continuous processing and collection mode enable the return of the fil-
tered blood back to the patient, thereby achieving a simple and complete dialysis circuit setup.
Finally, we also tested a larger scale device consisting of 6 channels in parallel (~6 ml/h) and
obtained similar filtration performance. Further multiplexing is possible by increasing the num-
ber of parallel channels or stacking layers of parallel devices to achieve higher throughput com-
parable to conventional dialysis techniques used in clinical settings.

CONCLUSIONS

In this work, a high-throughput microfluidic blood filtration technique for microbial removal
from whole blood, inspired by the in vivo microcirculatory phenomenon of leukocyte margina-
tion was introduced. We demonstrated filtration of E. coli and S. cerevisiae spiked in whole
blood, achieving a high removal efficiency of ~80% and ~90%, respectively. Key advantages in
the developed technique include high throughput (~1 ml/h per channel) and label-free separation
which allows non-specific removal of any blood-borne pathogens. Inflammatory cellular compo-
nents (platelets and leukocytes), which contribute to the pathogenesis of sepsis, were also
depleted by >80% in the filtered blood and could potentially help to modulate the host inflam-
matory response. Lastly, the device simplicity allows easy multiplexing by channel paralleliza-
tion or device stacking to further improve the throughput for clinical applications.

ACKNOWLEDGMENTS

Confocal microscopy was performed at the W. M. Keck Biological Imaging Facility in White-
house Institute. Financial support by the Singapore-MIT Alliance for Research and Technology
(SMART) Centre (BioSyM IRG) is gratefully acknowledged. This work is also supported by the
use of MIT’s Microsystems Technology Laboratories as well as the financial support by DARPA
DLT (Dialysis-Like Therapeutics) program, under SSC Pacific grant N66001-11-1-4182. Any opin-
ions, findings, and conclusions or recommendations expressed in this publication are those of the
authors and do not necessarily reflect the views of the DARPA. H.Y.G. acknowledges Agency for
Science, Technology and Research (A*STAR) Singapore for the post-doctoral fellowship support.

1D. C. Angus, W. T. Linde-Zwirble, J. Lidicker, G. Clermont, J. Carcillo, and M. R. Pinsky, Crit. Care Med. 29(7),
(2003).

C. Blattert, R. Jurischka, I. Tahhan, A. Schoth, P. Kerth, and W. Menz, presented at the Engineering in Medicine and

S. Yang, A. Undar, and J. D. Zahn, Lab Chip


